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Dual Inlet Results
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Identifier 1 Identifier 2 Analysis | Comment | Preparation | Method
235498 HW14 g(1793) P-37619 | 2C1 02/10/2012 | hd_9v.met
Additional Information
Infomation Gas Configuration
Peak Center found at [1968] Gas H2
Background: 4.79 mV,1.82 mV Magnet [Steps] 980
Pressure Adjustment: Left: 8990.3 Right: 8991.9 ( Manual A{ Cups 1
Ref. Name: d 2H/1H VS. 20
HD-5b -263.980 /SMOW
0 | H3 Factor | 2.370689
Raw Data

Int.2 Int.3 Int.2 Int.3 rR 3H2/2H2| R rd 3H2/2H2 [per | d d 2H/1H

Sample Sample Standard | Standard 3H2/2H2 | mil] vs. HD-5b | 3H2/2H2 | [per mil] vs.

[mV] [mV] [mV] [mV] [per mil] | VSMOW

vs.
QNN
Pre 8983.661 | 2265.173
1 8963.411 | 2612.952 | 8966.866 | 2260.820 0.2702637 | 0.000268 170.685 -138.353 | -138.353
2 8948.463 | 2608.501 | 8951.818 | 2256.736| 0.2702886 | 0.000268 170.717 -138.329 | -138.329
3 8935.721 | 2604.465 | 8935.139 | 2252.437 0.2702828 | 0.000268 170.610 -138.407 | -138.407
4 8921.616 | 2600.221 | 8919.857 | 2248.239 0.2703014 | 0.000268 170.623 -138.398 | -138.398
5 8907.825 | 2596.006 | 8903.596 |2243.784 0.2703122 | 0.000268 170.680 -138.356 | -138.356
6 8893.894 | 2591.372 | 8887.741 | 2239.018 0.2702806 | 0.000268 170.672 -138.362 | -138.362
Evaluated Data
Mean Std.Dev. ST. Error Atom% Qutlier

d 3H2/2H2 [per mil] vs. VSM{ -138.367 0.030 0.012 0
d 2H/1H [per mil] vs. VSMOW, -138.367 0.030 0.012 0.013418 0

DIM0179990

DIM0179990



